A hardware design for imaging the electrical impedance of the breast.
A system is described which can be used to collect data from 16 electrodes around a breast. The electrodes are actuated by pneumatic jacks and will accommodate breast diameters between 70 and 170 mm. The system could accommodate 32 electrodes.